
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 
 
 
 
INTRODUCTION 
 
Described in 1945 by Coombs, Mourant and Race, the 
Coombs, or anti-human globulin technique, remains one of the 
most important and widely used techniques in blood group 
serology.  A multiplicity of variables can affect the outcome of 
antiglobulin tests and consequently it is good laboratory 
practice to employ a procedure which can be used to indicate 
the sensitivity and limitations of a test system. 
 
This Anti-D (0.05 IU/mL) can be used to evaluate the sensitivity 
of the antiglobulin test procedure performed in the laboratory. 
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INTENDED PURPOSE 
 
ALBAcheck-BGS Anti-D (0.05 IU/mL) is intended for use as 
a sensitivity control of the anti-human globulin test. 
 
REAGENT DESCRIPTION 
 
This reagent has been prepared from plasma collected from 
blood donors. Some donations may contain IgG antibodies 
other than anti-D as minor contaminants. 
 
Conversion to serum was achieved by the addition of calcium 
chloride and when necessary thrombin. Excess calcium was 
removed by the addition of sodium oxalate.  The formulation 
also contains 0.1% (w/v) sodium azide. 
 
The volume delivered by the reagent dropper bottle is 
approximately 40 µL; bearing this in mind, care should be 
taken to ensure that appropriate serum: cell ratios are 
maintained in all test systems. 
 
This reagent complies with the requirements of Directive 
98/79/EC on in vitro Diagnostic Medical Devices and the 
recommendations contained in the Guidelines for Blood 
Transfusion Services in the United Kingdom. 
 
STORAGE CONDITIONS 
 
The reagent should be stored at 2-8 °C. Do not use if turbid. 
Do not dilute. The reagent is stable until the expiry date stated 
on the product label. 
 
PRECAUTIONS FOR USE AND DISPOSAL 
 
This reagent contains 0.1% (w/v) sodium azide. Sodium azide 
may react with lead and copper plumbing to form explosive 
compounds.  If discarded into sink, flush with a large volume 
of water to prevent azide buildup. 
 
Harmful to aquatic life with long lasting effects. Avoid release 
to the environment. Dispose of contents/container in 
accordance with local/regional/nation/international 
regulations. 
 
CAUTION: SOURCE MATERIAL FROM WHICH THIS 
PRODUCT IS DERIVED WAS FOUND NON-REACTIVE FOR 
HBsAg, ANTI-HIV 1/2 AND ANTI-HCV.  NO KNOWN TEST 
METHODS CAN OFFER ASSURANCE THAT PRODUCTS 
DERIVED FROM HUMAN BLOOD WILL NOT TRANSMIT 
INFECTIOUS DISEASE.  APPROPRIATE CARE SHOULD 
BE TAKEN IN THE USE AND DISPOSAL OF THIS 
PRODUCT. 

This reagent is for in vitro professional use only. 
 
TEST PROCEDURES 
 
This reagent has been standardised for use by the techniques 
described below and therefore its suitability for use in other 
techniques cannot be guaranteed. 
 
RECOMMENDED TECHNIQUES 
 
Bio-Rad ID Micro Typing System 
 
Additional Materials and Reagents Required 
 
. ID card "LISS/Coombs” 
. ID Diluent 2 - modified LISS 
. ID centrifuge 
. ID Dispenser 
. ID Pipettor 
. ID Pipettor tips 
. Tubes for cell suspensions 
. ID working table 
. ID incubator 
 
Test Procedure 
 
. Prepare cell suspension - 12.5 µL packed cells + 1.0 mL ID 
 Diluent 2. 
. Add 50 µL cells to the appropriate microtubes. 
. Add 25 µL of the Anti-D control to each microtube. 
. Incubate for 15 minutes at 37 oC in the ID incubator. 
. Centrifuge in the ID centrifuge for 10 minutes. 
. Read reactions. 
 
 
ORTHO BioVue® System 
 
Additional Materials and Reagents Required 
 
. Anti-IgG,-C3 cassettes 
. ORTHO BLISS 
. ORTHO BioVue Centrifuge 
. ORTHO BioVue Incubator 
. ORTHO BioVue Pipette 
. ORTHO BioVue pipette tips 
. ORTHO BioVue Workstation 
. ORTHO Optix™ Reader 
. Tubes for cell suspension 
 
Test Procedure 
 
. Prepare cell suspension – 10 µL packed cells + 0.8 mL 
 BLISS. 
. Add 50 µL of test cells to appropriate microtubes. 
. Add 40 µL anti-D control to each microtube. 
. Incubate for 15 minutes at 37 °C in ORTHO BioVue 

incubator. 
. Centrifuge in ORTHO BioVue centrifuge for 5 minutes. 
. Read reactions. 
 
INTERPRETATION OF RESULTS 
 
Agglutination = positive test result 
No agglutination = negative test result 

  Consult instructions for use 
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THIS REAGENT SHOULD ONLY BE USED IN THE 
APPLICATIONS DESCRIBED AND IS NOT SUITABLE 
FOR GROUPING PURPOSES. 



QUALITY CONTROL 
 
This is a quality control reagent and its satisfactory 
performance when used by the recommended techniques 
represents an adequate level of control. 
 
PERFORMANCE LIMITATIONS 
 
R1r samples will exhibit a variable degree of RhD antigen 
expression. Due to weaker antigen expression some R1r cells 
may not react with ALBAcheck® - BGS Anti-D 0.05 IU/mL. 
 
Improper techniques may invalidate the results obtained with 
this product. 
 
False positive or false negative results can occur due to 
contamination of test materials, improper reaction temperature, 
improper storage of materials and omission of test reagents. 
 
SPECIFIC PERFORMANCE CHARACTERISTICS 
 
In performance evaluation studies ALBAcheck-BGS Anti-D 
(0.05 IU/mL) was tested against well characterised red blood 
cells from commercial panels. These studies demonstrated the 
suitability of this product as a sensitivity control for the detection 
of weak IgG antibodies. 
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INSTRUCTIONS FOR USE 
Instructions for Use are available on Quotient website at 
www.quotientbd.com or can be requested from your Local 
Distributor, by providing the relevant Product Code stated on 
product labels and Instructions for Use supplied with the 
product. 
 
GEBRAUCHSANWEISUNG 
Die Gebrauchsanweisung ist auch auf der Quotient 
Internetseite unter www.quotientbd.com erhältlich oder kann 
bei Ihrem zuständigen Vertriebspartner angefordert werden. 
Hierfür geben Sie bitte die jeweilige Artikel-Nummer an, die 
sich auf den Etiketten und Gebrauchsanweisungen befindet, 
die mit dem Produkt geliefert werden. 
 
ISTRUZIONI PER L'USO 
Le  istruzioni per  l'uso  son  disponibili  sul sito  Web  di 
Quotient,     www.quotientbd.com,    o    possono    essere 
richieste al proprio distributore locale   fornendo il  codice del  
prodotto  indicato sulle etichette del prodotto e nelle istruzioni  
per l'uso   fornite con il prodotto. 
 
FEUILLET TECHNIQUE 
Le  feuillet  technique  est  disponible  sur  le  site  Web  de 
Quotient  à  l’adresse    www.quotientbd.com.  Vous  pouvez 
également   le   demander   à   votre   distributeur   local   en 
renseignant  le  code  produit  concerné,  qui  est  mentionné 
sur l’étiquette du produit et   dans le feuillet technique fourni 
avec ce dernier. 
 
INSTRUCCIONES DE USO  
Las instrucciones de uso están disponibles en el sitio web de 
Quotient en www.quotientbd.com o puede solicitarlas a su 
distribuidor local mediante el código de producto pertinente 
que figura en las etiquetas de productos y en las instrucciones 
de uso suministradas con el producto. 
 
KÄYTTÖOHJEET 
Käyttöohjeet ovat saatavilla Quotientin sivustossa osoitteessa 
www.quotientbd.com, tai ne voi pyytää paikalliselta 
jälleenmyyjältä antamalla tuotteen tuotemerkinnöissä ja 
mukana toimitetuissa käyttöohjeissa ilmoitetun tuotekoodin. 
 
KULLANIM TALİMATLARI  
Kullanım Talimatları Quotient web sitesi www.quotientbd.com 
adresinde bulunabilir veya ürün etiketinde veya ürünle birlikte 
verilen Kullanım Talimatlarında belirtilen ilgili Ürün Kodu 
sunularak Yerel Distribütörden talep edilebilir. 
 
GEBRUIKSAANWIJZING  
De gebruiksaanwijzing staat op de Quotient-website 
(www.quotientbd.com) of kan bij uw leverancier worden 
aangevraagd door de desbetreffende productcode te 
vermelden. Deze code staat op productlabels en in de 
gebruiksaanwijzing die bij het product worden geleverd. 
 
 
 
 

Emergo Europe B.V. 
Westervoortsedijk 60 
6827 AT Arnhem 
The Netherlands 
Alba Bioscience Limited, 
James Hamilton Way, 
Penicuik,  
EH26 0BF, UK 

mailto:customer.serviceEU@quotientbd.com
http://www.quotientbd.com/

